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For instruments that carry onboard solar diffusers to orbit, such as the Sea-Viewing Wide Field-of-View
Sensor �SeaWiFS�, it is possible to convert the instrument’s reflectance measurements to radiance
measurements by knowledge of the solar irradiance. This process, which generally requires the appli-
cation of a solar irradiance model, is described. The application of the irradiance model is separate from
the measurements by the instrument and from the instrument’s reflectance calibration. In addition,
SeaWiFS was calibrated twice before launch for radiance response by use of radiance sources with
calibrations traceable to the National Institute of Standards and Technology. With the inclusion of the
at-launch diffuser-based radiance calibration, SeaWiFS has three possible radiance calibrations for the
start of on-orbit operations. The combination of these three into a single calibration requires changes of
4% or less for the current at-launch radiance calibration of the instrument. Finally, this process requires
changes of 4% or less for the reflectance calibration coefficients to provide consistency among the radiance
calibration, the reflectance calibration, and the solar irradiance. © 2003 Optical Society of America
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1. Introduction

In a companion paper1 we developed a reflectance-
based calibration of the Sea-Viewing Wide Field-of-
View Sensor �SeaWiFS�. When this calibration is
applied, SeaWiFS operates as a reflectometer, view-
ing the reflected solar flux from both the Earth and
the onboard diffuser. Because the Sun is the com-
mon source of irradiance for both diffuse reflectors,
the ratio of the two SeaWiFS measurements is also
the ratio of the two reflectances. The reflectance-
based calibration of SeaWiFS allows the direct deter-
mination of the remote sensing reflectance of the
Earth, relative to the reflectance of the SeaWiFS on-
board diffuser. It does not require knowledge of the
absolute value of the flux from either the Sun or an
integrating sphere in the laboratory. However, the
reflectance-based calibration does require the solar
flux to be constant during the time between the two
measurements in the ratio. In addition, the
reflectance-based calibration does not require knowl-

edge of the calibrated radiances for the SeaWiFS
measurements because the measurements are ap-
plied as a ratio. It is sufficient to know that the
instrument output, in digital numbers �DNs�, is a
linear function of the input radiance, as shown in
Barnes et al.2

Here, that calibration is combined with a solar ir-
radiance model to provide an on-orbit radiance-based
calibration for SeaWiFS. Such a calibration is used
for other satellite instruments, such as the moderate-
resolution imaging spectroradiometer �MODIS�3 and
the Global Imager.4 For SeaWiFS, this calibration
requires knowledge of the absolute value of the solar
spectral irradiance at the instrument’s input aper-
ture plus knowledge of the reflecting properties of the
instrument’s diffuser. The reflectance-based cali-
bration of SeaWiFS is summarized in Section 2, the
properties of the solar irradiance model used in the
conversion to radiance is discussed in Section 3, and
the on-orbit radiance calibration is presented in Sec-
tion 4.

In 1993, at the facility of the instrument manufac-
turer, Hughes Santa Barbara Research Center �now
Raytheon Santa Barbara Remote Sensing�, a pre-
launch solar radiation-based calibration �SRBC� was
performed.5,6 That calibration duplicates the on-
orbit radiance calibration in Section 4, except that it
was performed prior to launch and performed at a
site below the Earth’s atmosphere. The prelaunch
SRBC of SeaWiFS is described in Section 5, including
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a comparison with the results of the on-orbit radiance
calibration in Section 4.

For SeaWiFS, there were two prelaunch laboratory
radiance calibrations that used integrating spheres
as radiance sources. These calibrations are de-
scribed in Section 6. In Section 7 these calibrations
are combined with the on-orbit calibration from Sec-
tion 4 to provide revised radiance calibration coeffi-
cients for the instrument. The revised coefficients
are an unweighted mean of the values from these
calibrations. For all eight SeaWiFS bands, the re-
vised coefficients agree with those currently in use at
better than the 4% level and fall within the estimated
uncertainty �k � 1� for the top-of-the-atmosphere ra-
diances from the instrument.

2. Reflectance-Based Calibration

In the companion paper1 we developed the calibration
equation for the Earth bidirectional reflectance factor
�BRF� RE�t� using the SeaWiFS diffuser as an on-
orbit reflectance standard. The BRF is defined as
the ratio of the radiant flux from a sample surface to
that of an ideal diffuse standard surface irradiated in
the same way as the sample.7,8 For an ideal diffuse
surface, the bidirectional reflectance distribution
function �BRDF�7,8 has a value of 1�� sr�1, and its
BRF, by definition, is unity �dimensionless�. Thus,
for an ideal diffuse surface and for other surfaces as
well, the conversion constant between BRDF and
BRF has a value of � steradians.

For each SeaWiFS band, our calibration equation1

has the form

RE�t� � �FE�t�

� �DN�t� � DN0�t��E

DES
2�t�

cos��I�
��kF�t0��	�t0�

� �
G�t���1�
F�t���1, (1)

where RE�t� is the Earth BRF �dimensionless� at time
t in days after launch. In Eq. �1�, FE�t� is the Earth
BRDF in units of inverse steradians and � is the
conversion constant in units of steradians. The
term �DN�t� � DN0�t��E gives the DNs measured by
SeaWiFS, DN�t�, after correction for the instrument’s
zero offset, DN0�t�. The terms DES

2�t� and cos��I�
are corrections for the Earth–Sun distance and the
cosine of the solar zenith angle at the time of the
measurement, respectively, and both of these correc-
tions are dimensionless. The term cos��I� is a geo-
metric correction for the projection of the incident
solar radiation when it is not normal to the Earth’s
surface. This type of correction applies whenever
the illuminated area on a surface overfills the field of
view of the instrument measuring the reflected radi-
ation and is not related to the nature of the reflecting
surface. It is also possible to provide an Earth re-
flectance product without this geometric correction,
allowing the correction to be applied by the user, as is
the case for MODIS.3
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8. Concluding Remarks

The reflectance-based calibration of SeaWiFS1 pro-
vides the basis for a radiance-based calibration of the
instrument in the same manner as other sensors that
use onboard diffusers as flight standards, such as
MODIS3 and the Global Imager.4 For each of these
instruments, a solar irradiance model is required to
obtain the reference radiances for the calibration co-
efficients. Here, the model of Thuillier et al.20 is
preferred. However, the SeaWiFS Project also has
two prelaunch laboratory calibrations of the instru-
ment. One of them, the 1997 prelaunch calibra-
tion,26 provides the current �July 2002 reprocessing�
calibration coefficients, and those coefficients have
not changed from the launch of SeaWiFS in August
1997 to the current reprocessing of the data set.

A revised at-launch calibration for SeaWiFS is pro-
posed here, based on an unweighted average of the
three instrument calibrations now in existence. The
revised coefficients are listed in Table 9. They agree
with the current values to within the estimated un-
certainty �k � 1� for the SeaWiFS top-of-the-
atmosphere radiances. The differences range from
1.2% �revised coefficient higher� for SeaWiFS band 1
to 3.5% �revised coefficient lower� for SeaWiFS band
7. The differences are shown in Fig. 5�a�.

The creation of the revised SeaWiFS radiance-
based calibration coefficients has an impact on the
reflectance-based coefficients for the instrument be-
cause the radiance and reflectance calibrations are
connected by the solar irradiance, as shown in Eq. �8�.
This connection is applied in Table 9, where the re-
vised radiance calibration coefficients kL*�t0� are com-
bined with the band-averaged solar irradiances from
Thuillier et al.20 to calculate the revised reflectance
coefficients for SeaWiFS, kF*�t0�. This step is neces-
sary to provide a consistency in the radiance and
reflectance calibrations of the instrument. Overall,
the revised reflectance-based calibration coefficients
kF*�t0� are larger than the corresponding coefficients
from Ref. 1. However, they differ by less than the
uncertainty for the measured top-of-the-atmosphere
reflectances, which is estimated to be between 4 and
5% �k � 1�.1 The increases in the reflectance cali-
bration coefficients are 0.2, 0.7, 2.3, 2.3, 3.0, 3.7, 4.1,
and 2.7% for bands 1–8, respectively. They propa-
gate directly into revised values for the instrument’s
at-launch diffuser BRDFs.


